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Cryo-TEM is a well-established technique for investigating the near-native structure of thin frozen-

hydrated specimens. Specimens too thick for direct imaging, such as whole cells or tissues, must, 

however, be thinned prior to analysis in the cryo-TEM. Traditionally, cryo-ultramicrotomy served this 

function by slicing thin sections from larger samples using a diamond blade. This physical cutting 

process can, however, induce sectioning artifacts [2]. In this talk, we will discuss cryo-focused ion beam 

(cryo-FIB) techniques, which were developed more recently as alternative thinning methods.  

 

Traditional FIB lift-out at room temperature is routinely used for site-specific preparation of high-

quality TEM samples from bulk materials and devices. In this method, a focused beam of ions is used to 

remove material around a site of interest, forming a cross-sectional slice, or lamella. The lamella is then 

extracted from the bulk sample, transferred to a TEM grid with a nanomanipulator, and subsequently 

thinned to electron transparency. Early attempts to use FIB milling for preparation of frozen-hydrated 

biological samples involved installation of a liquid nitrogen cooled stage, which enabled thinning of 

whole frozen cells and subsequent imaging of sub-cellular structures by cryo-TEM [3]. In contrast to the 

traditional FIB lift-out preparation, these cryo-TEM samples were prepared directly on the TEM grid by 

milling entirely through the frozen specimen at a shallow angle, leaving a thin lamella or wedge nearly 

parallel to the supporting grid (Figure 1). While variations of this “on-grid” cryo-FIB technique have 

been successfully applied to a range of cells [3, 4], it is limited to samples on the order of microns thick. 

  

Larger samples may be too thick to mill entirely through or require longer milling times with increased 

beam currents, which can induce sample damage. For preparation of thick vitrified samples, the 

traditional FIB lift-out method has been adapted to maintain the sample temperature below the 

devitrification point throughout the process. The development of cooled nanomanipulators, in 

combination with existing cryo-stages, has enabled proof of concept demonstrations of cryo-FIB lift-out 

performed on various cryo-immobilized soft materials [5-7], as well as samples with buried solid-liquid 

interfaces [8]. The concept of the technique is illustrated in Figure 2. Cryo-FIB lift-out is a powerful 

technique that provides access to the internal structure of extended specimens, thereby dramatically 

extending the reach of cryo-TEM. Combined with spectroscopic mapping methods such as cryo-

STEM/EDX or EELS, it enables researchers to study not only the structure but also the chemistry of 

buried structures at the nanometer scale (Figure 2g). The focus of this talk will be on practical aspects of 

cryo-FIB, including milling geometries and artifacts; how to obtain high-quality, uniform lamellas; and 

how to localize buried structures [9].  
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Figure 1. On-grid cryo-FIB thinning of specimens in preparation for cryo-TEM analysis. (a) A focused 

gallium ion beam is used for site-specific milling. This allows lamellas (b, e) and wedges (c, f) to be 

formed, producing regions thin enough for imaging in the TEM. A liquid nitrogen cooled sample stage 

enables thinning of vitrified samples directly on TEM grids (d), which can subsequently be loaded into 

the cryo-TEM for high-resolution characterization. Combined with cryo-electron tomography, cryo-FIB 

provides access to the 3D organization and architecture of macromolecules inside cells too thick for 

direct imaging, as illustrated for Rba. sphaeroides in (g). 

 
 

Figure 2. Preparation of electron transparent lamellas of frozen-hydrated specimens by cryo-FIB lift-out. 

(a, c) Site-specific milling of a lamella from the vitrified sample. (b, d) Attachment of the frozen lamella 

to a liquid nitrogen cooled nanomanipulator using water vapor. After similar attachment to a cooled 

TEM grid, the lamella is thinned to electron transparency. (e) A top-down image of a lamella created 

from a solid–liquid interface shows sample thinning to <100 nm. The final sample (f) was subsequently 

transferred to the cryo-STEM for nanoscale chemical analysis by EDX (g).  
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